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may apply for an extension of an ex-
emption or alternative beyond its expi-
ration date, if any. 

(f) Documentation. If you operate 
under the terms of an exemption or al-
ternative, you must maintain docu-
mentation of: 

(1) FDA’s grant of the exemption or 
alternative, and 

(2) The date on which you began op-
erating under the terms of the exemp-
tion or alternative. 

(g) Issuance of an exemption or alter-
native by the Director. In a public health 
emergency, the Director may issue an 
exemption from, or alternative to, any 
requirement in part 1271. The Director 
may issue an exemption or alternative 
under this section if the exemption or 
alternative is necessary to assure that 
certain HCT/Ps will be available in a 
specified location to respond to an un-
anticipated immediate need for those 
HCT/Ps. 

§ 1271.160 Establishment and mainte-
nance of a quality program. 

(a) General. If you are an establish-
ment that performs any step in the 
manufacture of HCT/Ps, you must es-
tablish and maintain a quality pro-
gram intended to prevent the introduc-
tion, transmission, or spread of com-
municable diseases through the manu-
facture and use of HCT/Ps. The quality 
program must be appropriate for the 
specific HCT/Ps manufactured and the 
manufacturing steps performed. The 
quality program must address all core 
CGTP requirements listed in 
§ 1271.150(b). 

(b) Functions. Functions of the qual-
ity program must include: 

(1) Establishing and maintaining ap-
propriate procedures relating to core 
CGTP requirements, and ensuring com-
pliance with the requirements of 
§ 1271.180 with respect to such proce-
dures, including review, approval, and 
revision; 

(2) Ensuring that procedures exist for 
receiving, investigating, evaluating, 
and documenting information relating 
to core CGTP requirements, including 
complaints, and for sharing any infor-
mation pertaining to the possible con-
tamination of the HCT/P or the poten-
tial for transmission of a commu-

nicable disease by the HCT/P with the 
following: 

(i) Other establishments that are 
known to have recovered HCT/Ps from 
the same donor; 

(ii) Other establishments that are 
known to have performed manufac-
turing steps with respect to the same 
HCT/P; and 

(iii) Relating to consignees, in the 
case of such information received after 
the HCT/P is made available for dis-
tribution, shipped to the consignee, or 
administered to the recipient, proce-
dures must include provisions for as-
sessing risk and appropriate followup, 
and evaluating the effect this informa-
tion has on the HCT/P and for the noti-
fication of all entities to whom the af-
fected HCT/P was distributed, the quar-
antine and recall of the HCT/P, and/or 
reporting to FDA, as necessary. 

(3) Ensuring that appropriate correc-
tive actions relating to core CGTP re-
quirements, including reaudits of defi-
ciencies, are taken and documented, as 
necessary. You must verify corrective 
actions to ensure that such actions are 
effective and are in compliance with 
CGTP. Where appropriate, corrective 
actions must include both short-term 
action to address the immediate prob-
lem and long-term action to prevent 
the problem’s recurrence. Documenta-
tion of corrective actions must include, 
where appropriate: 

(i) Identification of the HCT/P af-
fected and a description of its disposi-
tion; 

(ii) The nature of the problem requir-
ing corrective action; 

(iii) A description of the corrective 
action taken; and 

(iv) The date(s) of the corrective ac-
tion. 

(4) Ensuring the proper training and 
education of personnel involved in ac-
tivities related to core CGTP require-
ments; 

(5) Establishing and maintaining ap-
propriate monitoring systems as nec-
essary to comply with the require-
ments of this subpart (e.g., environ-
mental monitoring); 

(6) Investigating and documenting 
HCT/P deviations and trends of HCT/P 
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deviations relating to core CGTP re-
quirements and making reports if re-
quired under § 1271.350(b) or other appli-
cable regulations. Each investigation 
must include a review and evaluation 
of the HCT/P deviation, the efforts 
made to determine the cause, and the 
implementation of corrective action(s) 
to address the HCT/P deviation and 
prevent recurrence. 

(c) Audits. You must periodically per-
form for management review a quality 
audit, as defined in § 1271.3(gg), of ac-
tivities related to core CGTP require-
ments. 

(d) Computers. You must validate the 
performance of computer software for 
the intended use, and the performance 
of any changes to that software for the 
intended use, if you rely upon the soft-
ware to comply with core CGTP re-
quirements and if the software either is 
custom software or is commercially 
available software that has been cus-
tomized or programmed (including 
software programmed to perform a user 
defined calculation or table) to perform 
a function related to core CGTP re-
quirements. You must verify the per-
formance of all other software for the 
intended use if you rely upon it to com-
ply with core CGTP requirements. You 
must approve and document these ac-
tivities and results before implementa-
tion. 

§ 1271.170 Personnel. 
(a) General. You must have personnel 

sufficient to ensure compliance with 
the requirements of this part. 

(b) Competent performance of functions. 
You must have personnel with the nec-
essary education, experience, and 
training to ensure competent perform-
ance of their assigned functions. Per-
sonnel must perform only those activi-
ties for which they are qualified and 
authorized. 

(c) Training. You must train all per-
sonnel, and retrain as necessary, to 
perform their assigned responsibilities 
adequately. 

§ 1271.180 Procedures. 
(a) General. You must establish and 

maintain procedures appropriate to 
meet core CGTP requirements for all 
steps that you perform in the manufac-
ture of HCT/Ps. You must design these 

procedures to prevent circumstances 
that increase the risk of the introduc-
tion, transmission, or spread of com-
municable diseases through the use of 
HCT/Ps. 

(b) Review and approval. Before imple-
mentation, a responsible person must 
review and approve these procedures. 

(c) Availability. These procedures 
must be readily available to the per-
sonnel in the area where the operations 
to which they relate are performed, or 
in a nearby area if such availability is 
impractical. 

(d) Standard procedures. If you adopt 
current standard procedures from an-
other organization, you must verify 
that the procedures meet the require-
ments of this part and are appropriate 
for your operations. 

§ 1271.190 Facilities. 
(a) General. Any facility used in the 

manufacture of HCT/Ps must be of suit-
able size, construction, and location to 
prevent contamination of HCT/Ps with 
communicable disease agents and to 
ensure orderly handling of HCT/Ps 
without mix-ups. You must maintain 
the facility in a good state of repair. 
You must provide lighting, ventilation, 
plumbing, drainage, and access to sinks 
and toilets that are adequate to pre-
vent the introduction, transmission, or 
spread of communicable disease. 

(b) Facility cleaning and sanitation. (1) 
You must maintain any facility used in 
the manufacture of HCT/Ps in a clean, 
sanitary, and orderly manner, to pre-
vent the introduction, transmission, or 
spread of communicable disease. 

(2) You must dispose of sewage, 
trash, and other refuse in a timely, 
safe, and sanitary manner. 

(c) Operations. You must divide a fa-
cility used in the manufacture of HCT/ 
Ps into separate or defined areas of 
adequate size for each operation that 
takes place in the facility, or you must 
establish and maintain other control 
systems to prevent improper labeling, 
mix-ups, contamination, cross-con-
tamination, and accidental exposure of 
HCT/Ps to communicable disease 
agents. 

(d) Procedures and records. (1) You 
must establish and maintain proce-
dures for facility cleaning and sanita-
tion for the purpose of preventing the 
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